Simulator Solution for Certification Target conc. 0.0200
Prep. JFH 7/8/2005
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 7/8/2005 Today's Time = 9:09:39 AM
Bound File Name = simsol0707.0001.RAW
Sample Name = CCS »
Date Taken = 7/8/2005 9:09:33 AM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.86 Ethanol 243182 0.0954 0.0779
2 2.64 t-Butanol 903670 0.9378 0.7654
3 3.22 n-Propanol 1034201 1.0000 0.8162
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Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 7/8/2005 Today's Time = 9:24:21 AM

Bound File Name = simsol0707.0002.RAW

Sample Name = 0.02% Solution

Date Taken = 7/8/2005 9:24:17 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.86 Ethanol 76606 0.0262 0.0214

2 2.64 t-Butanol 1097927 0.9946 0.8118

3 3.22 n-Propanol 1184706 1.0000 0.8162
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Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 7/8/2005 Today's Time = 9:39:26 AM
Bound File Name = simsol0707.0003.RAW
Sample Name = 0.02% Solution
Date Taken = 7/8/2005 9:39:24 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.86 Ethanol 76048 0.0252 0.0205
2 2.64 t-Butanol 1134454 0.9925 0.8101
3 3.22 n-Propanol 1226727 1.0000 0.8162
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Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met. FMT
Today's Date = 7/8/2005 Today's Time = 9:54:28 AM
Bound File Name = simsol0707.0004. RAW .
Sample Name = 0.02% Solution
Date Taken = 7/8/2005 9:54:26 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.86 Ethanol 69969 0.0241 0.0196
2 2.64 t-Butanol 1074718 : 0.9776 0.7980
3 - 3.22 n-Propanol 1179820 1.0000 0.8162
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 7/8/2005 Today's Time = 10:09:29 AM
Bound File Name = simsol0707.0005.RAW
Sample Name = 0.02% Solution
Date Taken = 7/8/2005 10:09:27 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.86 Ethanol 76100 0.0251 0.0205
2 2.64 t-Butanol 1147091 0.9998 0.8160
3 3.22 n-Propanol 1231382 1.0000 0.8162
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 7/8/2005 Today's Time = 10:24:30 AM
Bound File Name = simsol0707.0006.RAW
Sample Name = 0.02% Solution
Date Taken = 7/8/2005 10:24:27 AM VDH Headspace Alcohol
Methced file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.86 Ethanol 73039 0.0239 0.0195
2 2.64 t-Butanol 1165929 1.0012 0.8172 .
3 3.22 n-Propanol 1239058 1.0000 0.8162
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Bound File Name = simso0l0707.0007.RAW
Sample Name = CCS
Date Taken = 7/8/2005 10:39:34 AM VDH Headspace Alcohol
Method file = simsoln.met ‘
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 .1.86 Ethanol 260221 0.0931 0.0760
2 2.64 t-Butanol 1043499 - 0.9873 0.8058
3 3.22 n-Propanol 1134355 1.0000 0.8162
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